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RECORDER OR CONTINUOUS TEMPERATURE MONITORING SYSTEM 
FAILURE TEMPERATURE DOCUMENTATION FOR RBC STORAGE 

 
In the event of recorder or continuous temperature monitoring system failure, the temperature of 

the blood storage unit should be monitored and recorded at least every 4 hours. 
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